Background: There has been considerable debate regarding the impact of assay imprecision on the performance of cardiac biomarkers for diagnosis of acute coronary syndromes (ACS) and risk stratification for future adverse cardiac events. Methods: Using existing data from 2 published clinical trials, we used a resampling method to statistically introduce 5%, 10%, and 20% imprecision to results for B-type natriuretic peptide (BNP) and cardiac troponin I (cTnI) and examined its impact on ROC curve analysis. Results: Superimposition of artificial imprecision produced no significant difference in the area under the ROC curve observed for BNP for diagnosis of heart failure or for cTnI for 30-day risk stratification of patients with ACS. Conclusion: Assay imprecision does not appear to be a critical determinant in the interpretation of cardiac marker results for patients with heart disease.
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The issue of assay imprecision as a potential factor affecting the clinical utility of a diagnostic device has been raised in recent literature. For example, the joint European Society of Cardiology/American College of Cardiology Committee for the Redefinition of Myocardial Infarction determined that a maximum concentration of cardiac troponin I (cTnI) or troponin T (cTnT) exceeding the 99th percentile of the distribution of the marker in a reference control group is a valid indicator of myocardial necrosis (1 ) . Subsequent guidelines have recommended that assays measuring cTnI or cTnT have total measures of imprecision (i.e., CVs) not exceeding 10% at this percentile cutoff, but this recommendation has been difficult to achieve in practice (2, 3 ) .
We previously showed that a change in the theoretical imprecision profile of a cardiac troponin assay (i.e., an increase in the CV at the 99th percentile cutoff concentration from 10% to 25%) had minimal impact on the number of cases falsely classified for diagnosis of acute coronary syndromes (ACS) (4 ) . In the present study, we evaluated the effect of increased assay imprecision on the clinical performance of B-type natriuretic peptide (BNP) for assessment of heart failure (HF) and on cardiac troponin for assessment of short-term risk stratification of patients with ACS. We used a statistical resampling methodology to assess the standard error of the area under the corresponding ROC curve (AUC).
Two different data sets were used in the study. To examine the role of imprecision on diagnostic accuracy, we obtained data from a multisite clinical trial on the use of the ADVIA Centaur BNP assay (5 ). This trial included BNP results from 722 patients with HF and 983 without HF. The clinical sensitivity and specificity were determined at various cutoffs for the diagnosis of HF. This data set represents a test with high diagnostic efficiency. To examine the role of imprecision on risk stratification, we obtained data from the multisite GUSTO IIa Trial (6 ). This trial included cTnI (Stratus II; Dade Diagnostics) and cTnT (ES300; Roche Diagnostics) results from 770 patients for whom 30-day mortality data were available. The clinical sensitivity and specificity were determined at various cutoffs for prediction of adverse short-term outcomes (death and myocardial infarction). The use of troponin for risk stratification produced lower diagnostic efficiencies than use of troponin for diagnosis of myocardial infarction or BNP for diagnosis of HF.
For each data set, the ROC curve was generated and the nominal AUC was computed, along with the associated SE and 95% confidence interval (7 ) . A total of 500 replicates of each data set were created by stratified resampling with replacement (8 ) . To create a resampled data set, the subset of values from persons with a designated outcome measure were resampled with replacement and the subset of values from persons without an outcome measure were also resampled with replacement; these 2 resampled subsets were then combined to form a resampled data set the same size as the original data set, with the same number of values associated with and without a given outcome measure. The AUC associated with each resampled data set was computed, and the empirical distribution of the AUC was obtained, from which the mean AUC, associated SE, and 95% confidence interval were determined.
To assess the effect of increased assay imprecision on the estimate of the AUC and the SE of the AUC, we assumed that replicate measurements by a given assay of a sample with a fixed concentration of analyte followed a gaussian distribution and that the increase in assay CV was a constant percentage value across all concentrations within the measuring range of the assay. A two-stage resampling procedure was used. In stage 1, 50 replicates of each data set were created by stratified resampling with replacement. Let {x i1 , . . . , x in } denote the ith such resampled data set (i ϭ 1-50). In stage 2, for each resampled data set i, each observation x ij (j ϭ 1-n) was perturbed by sampling randomly 50 times from the N(x ij , cx ij ) distribution, where c represents the CV of the superimposed source of imprecision, expressed in decimal form. The AUC was computed for each of the 50 ϫ 50 ϭ 2500 resampled data sets obtained by use of a given superimposed CV. A random-effects ANOVA (9 ) was performed with the AUC as the response variable, with stage 2 replicates nested within stage 1 replicates, and the estimated variances V 1 and V 2 were computed, where V 1 represents the estimated variance in the AUC with contributions from both the inherent imprecision of the assay and from between-subject variability, and V 2 represents the estimated additional variance in the AUC as induced by the superimposed noise. The corresponding standard errors SE 1 [͌(V 1 )] and SE 2 [͌(V 2 )] were computed, and the ratio SE 2 /SE 1 was obtained to determine the relative impact on the variability of the AUC by a given superimposed assay imprecision. Superimposed CVs of 5%, 10%, and 20% were assessed in this manner.
With respect to the BNP data set, the 95% interval estimate of the AUC obtained by resampling (0.909 -0.939) was almost identical to the parametric estimate (0.909 -0.937). With respect to the ACS data set, the 95% interval estimates of the AUCs obtained by resampling for both cTnI (0.445-0.637) and cTnT (0.454 -0.653) were slightly wider than the respective parametric estimates (0.437-0.656 for cTnI and 0.449 -0.669 for cTnT). For both the BNP and ACS data sets, the effect of inducing increased assay imprecision on the mean estimate of the AUC was negligible (Table 1) . [Note: to investigate the impact of increased assay imprecision on the variability of the AUC with respect to the ACS data set, we performed the two-stage resampling procedure with the cTnI data, as the clinical effectiveness of cTnT in predicting short-term mortality was statistically equivalent to that of cTnI]. The effect of inducing increased assay imprecision on the overall variability of the AUC also appeared to be relatively minor. For both data sets, SE 2 (the SE associated with the superimposed source of imprecision with a CV of 5%) was ϳ3% of SE 1 (the SE associated with existing assay imprecision and between-subject variability). A very large superimposed source of imprecision with a CV of 20% gave a SE 2 /SE 1 ratio of only ϳ12% for both data sets (Table 1) .
When we used cardiac biomarker assays to discriminate between cases and controls for a given clinical endpoint, using the AUC of the corresponding ROC curve, an increase in assay imprecision appeared to make a relatively minor contribution to the overall imprecision of the AUC. We demonstrated this for cardiac tests that produce both high and low areas under the ROC curve. For diagnosis of cardiac diseases, changes to BNP and cardiac troponin concentrations are typically much Ͼ20% of the values from nondiseased individuals, which explains why there was little influence of imprecision in these models. The findings in this study regarding imprecision and clinical decision-making are limited to the use of cardiac biomarkers. Assay imprecision for other analytes, e.g., electrolytes, may have greater influence on ROC curve analysis, with regard to diminishing clinical sensitivity and specificity for the corresponding diseases, as more subtle changes in analyte concentrations may indicate the presence of disease. Nevertheless, any change in clinical sensitivity and specificity attributable to imprecision should be considered for each analyte in the context of how the analyte is used in the clinical setting. 
